[Automatic determination of urinary mineral phosphate by centrifugation analysis].
Urinary phosphate with acid vanadate and molybdate induces a yellow coloration. The absorbance is proportional to concentration. Kinetics of the reaction including this maximum are measured on Centrifichem; the material and methods, the criteria of validity are presented and discussed.